A0-AU1  179 


AIR  FORCE  INST  OF  TECH  WRIOHT-PATTERSON  AFB  OH  SCHOO— ETC  F/6  10/6 
DEVELOPS MENT  OF  A  BACKWARD  STIMULATED  RAMAN  SCATTERING  SYSTEM  F— ETC<U) 
DEC  01  W  D  LINDSAY 


UNCLASSIFIED  AFIT/6EQ/PH/01D-3 _ _ _ NL 


END 


DEPARTMENT  OF  THE  AIR  FORCE 
AIR  UNIVERSITY  (ATC) 

AIR  FORCE  INSTITUTE  OF  TECHNOLOGY 


w  right-Patterson  Air  Force  Base,  Onio 

[  ftO  Q2 

I-  I  l.rilo:  Us  I  V/  W  ** 


T!uo  dix.au  ■  •  *•  •  *  ' 

foe  public  ru'.  x'.-.t ■’  u.J  i>al*-5;  It* 

cMrtrtbutfon  1*  unlimited. 


18  004 


AFI T/GEO/PH/8 ID- 3 


l 


DEVELOPEMENT  OF  A 
BACKWARD  STIMULATED 
RAMAN  SCATTERING  SYSTEM 
FOR  PULSE  COMPRESSION 

THESIS 

AFIT/GEO/PH/81D-3  William  D.  Lindsay 

2nd  Lt  USAF 


Approved  for  public  release;  distribution  unlimited 


AFIT/GEO/PH/8 ID- 3 


DEVELOPEMENT  OF  A 
BACKWARD  STIMULATED 
RAMAN  SCATTERING  SYSTEM 
FOR  PULSE  COMPRESSION 


THESIS 


Presented  to  the  Faculty  of  the  School  of  Engineering 
of  the  Air  Force  Institute  of  Technology 
Air  University 

in  Partial  Fulfillment  of  the 

f 

Requirements  for  the  Degree  of 
Master  of  Science 


y 


by 


William  D.  Lindsay,  B.S.E.E. 
2nd  Lt  USAF 

Graduate  Electro-Optics 
December  1980 


Accession  For 

ntis  gea&i 

DT1C  TAB 
U;ir’.nn<'uri';c-  5 
JuStiCicr.’.i  ’ :: 


By  — 

D.i  rt  ” 


Avail 


Ms 


a 


Approved  for  public  release;  distribution  unlimited 


Preface 


The  purpose  of  this  theses  was  to  build  an  operational 
Raman  pulse  compression  system  and  to  determine  the  condit¬ 
ions  under  which  the  reverse  Stokes  output  pulse  was 
optimized.  The  output  pulse  was  optimized  for  use  in  the 
measurement  of  semiconductor  carrier  diffusion  processes 
by  maximizing  the  output  pulse  energy  while  minimizing 
the  pulsewidth.  The  test  parameters  for  optimization 
were  limited  to  the  Reiman  cell  gas  pressure  and  the  input 
pulse  power.  A  theoretical  model  is  also  presented, 
which,  although  simplified,  should  provide  a  valuable 
reference  for  those  interested  in  the  backward  stimulated 
Raman  scattering  process. 

I  owe  a  great  deal  of  thanks  to  Paul  Schreiber  of 
the  Aero  Propulsion  Laboratory  for  his  helpful  discussions 
on  the  theory  of  backward  stimulated  Raman  scattering 
and  to  Dr.  Won  B.  Roh  of  AFIT  for  his  much  needed  assistance 
and  guidance  in  h j s  role  as  my  advisor.  Thanks  also  to 
Sig  Kizirnis  and  Don  Linder  of  the  Aero  Propulsion  Labora¬ 
tory  and  the  University  of  Dayton,  respectively,  for 
their  assistance  in  obtaining  and  building  necessary 
equipment. 


William  D.  Lindsay 
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Abstract 

A  Raman  pulse  compression  system  utilizing 
backward  stimulated  Raman  scattering (BSRS)  within  a 
methane  gas  cell  six  feet  in  length  was  built  and  tested. 

A  12  MW  giant  pulse  ruby  laser  with  a  pulsewidth  of 
12  ns(FWHM)  was  focused  within  the  gas  cell  with  a  10  cm 
focal  length  lens.  The  resulting  reverse  Stokes  pulse  at 
8704  A  had  a  maximum  peak  power  of  15  MW  and  a  minimum 
pulsewidth  of  800  ps(FWHM).  The  peak  power  of  the  reverse 
Stokes  pulse  as  well  as  the  threshold  power  for  BSRS  were 
measured  as  a  function  of  pressure.  The  shortest  and 
most  powerful  reverse  Stokes  pulses  were  obtained  in  the 
pressure  range  of  150  -  175  psi  with  an  input  energy  of 
125  -  160  mJ.  The  short,  intense  pulses  produced  by  this 
system  should  be  useful  in  the  investigation  of  events 
occuring  on  a  subnanosecond  time  scale  such  as  semiconductor 
carrier  diffusion  processes.  The  competing  nonlinear 
processes  of  stimulated  Brillouin  scattering (SBS)  and 
gas  breakdown  were  also  investigated  and  found  to  limit 
the  efficiency  of  this  system  to  10  percent. 


I  Introduction 


Backward  stimulated  Raman  scattering  (BSRS)  has  been 
used  in  several  past  experiments  to  concentrate  the  energy 
of  a  long  laser  pump  pulse  into  a  short  reverse  Stokes 
pulse.  The  resulting  Stokes  pulse  may  be  as  short  as  100 
piroseconds  (ps)  and  is,  therefore,  useful  in  the  investi¬ 
gation  of  events  occurring  on  a  subna.no second  time  scale 
such  as  vibrational  relaxation  and  semiconductor  carrier  dif¬ 
fusion  processes.  As  the  pump  pulse  energy  is  compressed 
into  a  much  shorter  reverse  Stokes  pulse,  the  resulting 
Stokes  pulse  intensity  is  much  greater  than  the  pump 
intensity.  In  this  regard,  the  BSRS  system  functions  like 
a  0-switch  and  can  be  used  for  high  power  systems  where 
conventional  Q-switching  methods  cannot  be  used.  Also,  the 
Stokes  pulse  is  shifted  in  frequency  from  the  pump  pulse  by 
10-3000  cm  ,  and  thus  the  BSRS  system  can  be  used  to  pro¬ 
duce  new  laser  frequencies.  This  paper  will  describe  an 
experiment  in  which  the  optimal  operating  parameters  are 
determined  for  a  BSRS  system  using  methane  (CH^)  as  a  Raman 
medium  and  a  giant  pulse  ruby  laser  as  the  pump  source. 

^Background  and  History 

The  BSRS  system  is  comprised  of  a  Raman  cell  contain¬ 
ing  a  Raman  active  medium,  pulse  sources,  and  required 
duties  (See  Figure  (2)}.  As  shown  in  Figure  (1),  a  short 
Stokes  pulse  meets  a  long  pump  pulse  within  the  Raman  cell 
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Pig.  1  Principle  of  Pulse  Compression  bv  Backward  Raman 
Scattering  (reprinted  from  Ref  15) . 


for  Pulse  Compression  (reprinted  from  Re*  15) . 
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Pig.  3  Energy  Level  Diagram  for  Raman  Scattering. 
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where  a  resonant  energy  transfer  occurs  in  which  pump  energy 
at  frequency  co  is  converted  to  Stokes  energy  as  frequency 
ajg.  The  frequency  difference,  =  wp  _  ws'  corresPon<^s 

to  the  vibrational  frequency  of  the  excited  molecules  in 
the  Raman  medium.  Both  the  initiation  and  amplification  of 
the  Stokes  pulse  are  stimulated  Raman  scattering  (SRS)  pro¬ 
cesses.  The  energy  level  diagram  for  SRS  is  shown  in  Figure 
(3)  .  An  input  photon  of  energy  hca^  excites  a  molecule  in  the 
Raman  medium  to  a  virtual  state  which  immediately  reradiates 
another  photcn  of  energy  hojg.  The  energy  difference  is 
absorbed  by  the  molecule.  Since  a  virtual  state  is  dis¬ 
allowed  by  quantum  mechanics,  a  massive  pumping  intensity 
is  required  to  achieve  SRS.  This  intensity  is  normally 
achieved  by  focusing  a  giant  pulse  laser  in'-o  the  medium  at 
the  far  end  of  the  Raman  cell.  The  high  intensity  at  the 
focus  creates  an  initial  Stokes  pulse  in  both  the  forward 
and  backward  directions.  The  forward  pulse  quickly  exits 
the  cell  while  the  backward  pulse  travels  through  the  pump 
pulse  and  extracts  energy  from  it.  The  resulting  Stokes 
pulse  can  be  amplified  by  30  times  and  compressed  by  100 
times  compared  to  the  pump  pulse.  In  better  controlled 
experiments,  the  uncertainty  associated  with  the  internal 
generation  of  the  initial  Stokes  pulse  is  eliminated  by  using 
two  Raman  cells  -  one  for  generation  and  one  for  the  amplifi¬ 
cation  of  the  Stokes  pulse.  This  method  allows  direct  com¬ 
parison  to  BSRS  theory.  Only  one  cell  was  available  for  this 
study  and,  hence,  only  a  qualitative  comparison  with  theory 
is  permissable. 
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BSRS  experimentation  began  after  scientists  observed 
short,  intense  light  bursts  resulting  from  the  self-focusing 
of  laser  light  in  liquids.  In  1966  Maier  et  al  observed 
BSRS  in  a  liquid  CS2  Raman  cell  pumped  with  a  giant  pulse 
ruby  laser  (Ref  9) .  They  observed  single  Stokes  pulses 
30  ps  wide  with  intensities  20  times  that  of  the  input  pulse. 
They  published  a  detailed  theoretical  paper  along  with  fur¬ 
ther  experimental  data  in  1969  (Ref  10) .  Brillouin  scatter¬ 
ing  was  said  to  prevent  multiple  Stokes  pulses . 

In  1968  Culver  et  al  used  a  lens  to  focus  a  giant  pulse 

l 

ruby  laser  into  an  H2  Raman  cell.  The  resulting  BSRS  pulse 
was  300  ps  wide  and  well  controlled  (Ref  2) .  They  also 
noticed  depletion  of  the  pump  pulse.  Minck  et  al  in  1967 
observed  both  Raman  and  Brillouin  scattering  simultaneously 
under  conditions  of  equal  gain  (.Ref  12)  .  This  result  was 
important  in  considering  limitations  to  the  Stokes  intensity 
as  discussed  in  Section  II  of  this  report.  In  1974  Kachen 
focused  5324A  Nd  Yag  laser  light  into  several  gases  and 
observed  multiple  forward  and  backward  Raman  pulses  with 
widths  of  100  ps.  He  found  that  the  emitted  pulses  were 
Gaussian  and  that  the  pulses  were  shorter  and  more  closely 
spaced  for  higher  input  power  and  shorter  focal  lengths. 
Murray  et  al,  in  1978,  studied  the  gain  in  a  Raman  medium 
by  first  creating  a  Stokes  pulse  by  focusing  a  248  nm  KrF 
laser  into  a  methane  Raman  cell  and  then  injecting  that 
Stokes  pulse  into  a  second  Raman  cell.  This  well-controlled 
experiment  confirmed  theoretical  small  signal  gain  values 
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for  their  system  (Ref  13) .  A  second  experiment  by  this 
team  found  that  the  saturation  fluence  of  their  system  was 
also  correctly  predicted  by  theory  (Ref  14) .  In  1979 
Murray  et  al  published  a  detailed  theoretical  argument  sup¬ 
porting  the  development  of  a  large  scale  BSRS  scheme  for  use 
in  laser  fusion  (Ref  15) .  They  predicted  that  an  energy 
conversion  of  50%  is  attainable  with  the  Stokes  output  five 
times  as  intense  and  ten  times  shorter  than  the  pump  pulse. 
Further  research  by  Perry  et  al  in  1980  showed  that  a  multi¬ 
ple  pass  Raman  cell  can  be  used  to  enhance  efficiency  (Ref 

I 

16)  . 

The  above-mentioned  results  were  used  in  the  develop¬ 
ment  of  the  BSRS  system  for  this  experiment. 

Problem  and  Scope 

The  objective  of  the  research  described  in  this  paper 
was  to  design,  build,  and  optimize  a  BSRS  system  capable  of 
producing  Stokes  pulses  with  subnanosecond  widths  and  mega¬ 
watt  intensities  from  a  giant  ruby  laser  pulse.  Using 
previous  reports  as  a  guideline,  the  Raman  cell  length  was 
made  equal  to  one-half  the  pump  pulse  length  (6  ft)  and 
contained  methane  gas.  The  ruby  light  was  focused  into  the 
Raman  cell  with  an  internal  10  cm  focal  length  lens.  Direct 
observation  of  Stokes  pulses  as  well  as  competing  processes 
were  made  as  gas  pressure  and  input  power  were  varied. 

Since  the  initial  Stokes  pulse  was  internally  generated, 
the  intensity  of  the  initial  Stokes  pulse  was  unknown  and 
only  qualitative  comparison  to  BSRS  theory  was  possible. 
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Threshold  power  levels  for  BSRS  were  measured  as  a  function 
of  pressure,  an  optimum  operating  range  for  pulse  compres¬ 
sion  was  determined,  and  an  estimate  of  the  small  signal 
gain  was  made. 

Approach 

The  giant  pulse  ruby  laser  was  focused  into  the  Raman 
cell  to  create  the  reverse  Stokes  pulse  (and  other  undesired 
noise  pulses) .  The  pulses  were  selectively  filtered  and 
then  detected  with  fast  diodes  and  an  R7912  transient  digi¬ 
tizer  of  overall  time  constant  of  750  ps.  As  the  pressure 
and  pump  power  were  varied,  the  output  pulses  were  moni¬ 
tored.  Timing  measurements  were  made  by  incorporating  a 
reference  pulse  and  path  delay  into  the  system. 

Sequence  of  Presentation 

The  theory  describing  BSRS  is  discussed  in  Chapter  II. 
The  equipment  and  experimental  procedure  are  described  in 
Chapter  III.  Results  and  their  analysis  are  presented  in 
Chapter  IV,  the  conclusions  are  presented  in  Chapter  V,  and 
ideas  for  future  work  are  discussed  in  Chapter  VI. 


II  Theory 


The  theory  underlying  the  process  of  stimulated  Raman 
scattering  is  well  understood  and  has  been  verified  in  sev¬ 
eral  past  experiments  (Ref  1-2) .  Raman  scattering  is  a 
nonlinear  process  dependent  on  the  third  order  nonlinear 
polarizability.  The  nonlinear  polarizability  can  be  derived 
either  classically  or  semi-classically .  The  result  can  be 
used  in  Maxwell's  equations  to  derive  the  radiation  transfer 
equations  which  govern  the  transfer  of  energy  from  the  pump 
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pulse  to  the  Stokes  pulse.  The  semi-classical  derivation 
of  the  nonlinear  polarizability  and  the  radiation  transfer 
equations  can  be  found  in  Appendix  I.  (The  equations  pre¬ 
sented  assum.  an  injected  Stokes  pulse  with  no  focusing.) 
This  chapter  is  divided  into  two  parts:  (1)  the  solution 
of  the  radiation  transfer  equations,  and  (2)  a  description 
of  the  competing  nonlinear  processes  which  limit  BSRS  per¬ 
formance  . 


Radiation  Transfer  Equations 

The  radiation  transfer  equations  can  be  written 


3Ig(x,t)  ng  3Ig(x,t) 
3x  +  "c  3t 

31  (x,t)  n  31  (x,t) 

_ sL- _ _ _  4-  — - fc. -  = 

3x  c  3t 


YVx.tHp 

5s  Yls<x.t> 

s 


(x,t) 

!p(x,t) 


(1) 

(2) 


where  Ig  is  the  Stokes  intensity.  Ip  is  the  pump  intensity, 

n  and  n  are  the  indices  of  refraction,  (n„  =  n  =  1  for 
s  p  s  p 


gas  and  so  they  are  dropped) ,  c  is  the  speed  of  light,  and 
Y  is  the  Stokes  gain  coefficient  given  by 


<"2*sWo— 1 V  lisS2  V2 

11  “01  r  („01-U)2  +  r2 


(3) 


where  Ng  and  are  the  population  densities  of  the  ground 

and  excited  states  of  the  Raman  medium,  y  is  the  reduced 

mass,  is  the  vibrational  transition  frequency,  F  is  a 

damping  constant  equal  to  the  Raman  linewidth,  k  =  oj  /c 

s  s 

is  the  Stokes  wave  vector,  (o  =  -  a'g  is  the  frequency 

difference  between  the  pump  and  Stokes  pulses,  and  3a/8q  is 
the  derivative  of  the  polarizability  with  respect  to  inter- 
nuclear  separation. 

The  expression  for  y  may  be  simplified  by  assuming 
that  the  population  inversion  is  small,  Nq  -  =  N,  and 

that  the  system  is  at  resonance,  w  =  Further  simpli¬ 

fication  is  made  by  writing  y  in  terms  of  the  measurable 
Raman  scattering  cross  section,  1^,  using 


where  Ti  =  h/2ir  and  h  is  plancks  constant. 
The  resulting  expression  is 
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Fig.  4  Initial  Conditions  for  BSRS  Radiation  Transfer 
Equations . 
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The  solution  to  equations  (1}  and  (2)  is  found  in  terms  of 
the  new  variables  u  and  v  as  shown  in  Figure  (4) : 


t  -  x/c 

(6) 

t  +  x/c 

(7) 

u  is  a  coordinate  traveling  with  the  pump  pulse  and  v  is  a 
coordinate  traveling  with  the  Stokes  pulse. 

In  terms  of  the  new  coordinates,  equations  (1)  and  (2) 
become 


3IS  (.u ,  v) 
3u 


Is(u,v)Ip(u,v) 


18) 


3lp(u,v) 

3v 


2Y<*> 


CU) 


Ic (u,v)I  (u,v) 
s  p 


(9) 


For  the  case  of  small  signal  gain  when  I  <<  I  ,  constant 
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pump  intensity  may  be  assumed,  and  the  solution  for  the 
Stokes  intensity  is 
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The  initial  condition,  u=-»,  indicates  that  the  pump  pulse  is 


far  from  the  Stokes  and  thus  I_(-°°,v)  is  the  initial  Stokes 

S 

pulse.  The  v  coordinate  is  the  position  into  the  Stokes 
pulse.  Exponential  amplification  of  the  Stokes  pulse  occurs 
as  a  function  of  the  interaction  depth  u.  Up  to  the  point 
u=0,  there  is  no  interaction  and  no  amplification.  For  u>0 
the  Stokes  and  pump  pulse  interact  and  amplification  occurs. 
With  1^  constant,  no  depletion  of  the  pump  is  allowed,  and 
hence  the  Stokes  pulse  retains  its  original  shape. 

Under  realistic  conditions,  the  pump  pulse  will  be 
depleted  and  the  gain  seen  by  the  interior  of  the  Stokes 
pulse  will  be  less  than  that  seen  on  the  leading  edge.  In 
this  case  the  Stokes  pulse  is  shortened  and  a  more  complex 
treatment  is  required.  The  following  approach  is  adopted 
from  a  paper  by  Murray  et  al  (Ref  15} .  Integration  of 
equations  (8)  and  (9)  gives 


Ip(u,v) 
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v 
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Here  lp(u,-®)  is  the  initial  pump  pulse  before  interaction 
takes  place. 


A  saturation  fluence 


S,  is  defined  as 


S  = 


2*s 

CV 


(13) 


and  energy  fluences  £  and  £  are  defined  as 

p  s 


Ep(u, 


u 

v)  =  J  Ip(u,,v)du' 


„  U4) 
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v 
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The  energy  fluence  for  the  Stokes  pulse,  £  ,  is  the  energy 
per  unit  area  up  to  point  v  in  the  Stokes  pulse  after  inter¬ 
action  time  u  with  the  pump  pulse.  Likewise,  £p  is  the 
energy  per  unit  area  up  to  point  u  in  the  pump  pulse  after 
interaction  time  v  with  the  Stokes  pulse.  If  a  single  unit 
of  area  is  assumed,  the  energy  fluence  can  be  described  as 
the  energy  contained  in  the  pulse  up  to  a  certain  position 
in  the  pulse  after  a  certain  time  during  which  energy  has 
been  transferred. 

The  above  definitions  yield  the  following  when  used  in 
equations  (11)  and  (12) 


Ip(u,vl 

Is(u,v> 


(.vi, -°o )  exp 


(_co,v)  exp 


[-^] 

K  Vu-v) 

rp  s 


(16) 

(17) 


The  pump  intensity  falls  exponentially  to  1/e  of  its  ini¬ 
tial  value  after  the  passage  of  the  saturation  fluence,  S. 
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Similarly,  the  Stokes  pulse  grows  exponentially  in  total 
fluence  of  the  pump  pulse.  The  leading  edge  of  the  Stokes 
pulse  sees  the  constant  gain  of  the  undepleted  pump  pulse 
and  is  thus  amplified  more  than  the  remainder  of  the  pulse. 

Equations  (16)  and  (17)  can  be  solved  using  several 
substitutions  and  integration  techniques.  (For  claritv  .the 
functional  form  of  Ig  and  Ip  will  be  omitted  where  possible.) 
Integration  of  equation  (8)  with  respect  to  v  yields 


I  I  dv 
s  p 


(18) 


Differentiation  of  equation  (15)  with  respect  to  u  and  v 
yields  the  relations 


dE 

s 

dv 


=  Ig (u ,  v) 


(19) 


!fs 

3u 


v 

*  / 


3ls (u, v 1 ) 
3u 


dv' 


(20) 


Equations  (19)  ,  (20) ,  and  (16)  may  be  used  to  write  equa¬ 
tion  (18)  in  terms  of  the  Stokes  energy  fluence,  E  (u,v)  , 

o 


3E  (u , v) 

S 

”  3u 


U) 


V  p 


I„(u, 


As 

E  (u,v) 

/  exp 

S 

/ 

—oo 

dEs  (21) 


Evaluation  of  the  integral  in  (21)  leads  to 


3E  (u,v)  to 

3u  =  Xp(u 


i 

,-»)  ^1  - 


exp 


Es(u 


-P 


(22) 


12 


This  equation  can  be  integrated  by  making  the  substitution 


(23) 


'  (24) 


(25) 


(26) 


Equation  (26)  expresses  the  Stokes  saturation  function, 

♦_(u,v),  in  terms  of  the  known  quantities,  <j> _(-°°,v)  and 
s  s 

E  (u,-00)  .  <t>  (-°°,v)  is  the  initial  Stokes  saturation 

P  * 

defined  in  equation  (  )  and  dependent  only  on  €  (-<»,v)  . 

The  Stokes  energy  fluence,  E  (-°°,v),  is  simply  the  integral 
of  the  initial  Stokes  intensity  up  to  point  v  in  the  Stokes 
pulse.  Ep(u,-°°)  is  similarly  defined  as  the  initial  pump 
energy  fluence  which  is  also  known.  The  significance  of 
the  function,  <J>  (u,v)  ,  is  seen  in  the  following  way: 

5 
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(27) 


T5" 


1  -  exp{-E  /s}  I  (u ,  — °°)  -  I  (u , v) 

*s(u'v)  =  exp{-E  JsY  =  - i"(u,v)P - 

s  p 

From  equations  (26)  and  (27)  it  is  clear  that  the  ratio  of 
depleted  pump  intensity  to  the  pump  intensity  remaining 
grows  exponentially  with  the  pump  fluence  and  depth  of  pene¬ 
tration,  u,  at  a  point  v  in  the  Stokes  pulse.  The  exponen¬ 
tial  term  in  equation  (26)  is  the  small  signal  gain  seen 
by  the  leading  edge  of  the  Stokes  pulse.  The  small  signal 
gain  is  written 


GCu) 


Ep  (u'“oo) 

s 


(28) 


At  v  *  in  G(u)  above  the  pump  pulse  has  its  original 
shape  with  respect  to  u,  and  the  gain  is  at  a  maximum.  In 
the  original  expression  for  Ig,  equation  (17)  ,  the  gain  was 
exponential  in  Ep(u,v)  and  explicitly  showed  how  gain  was 
reduced  as  the  pump  pulse  was  depleted. 

Equation  (26)  can  be  used  to  express  the  intensity  in 
terms  of  known  functions.  Using  equation  (19)  the  Stokes 
intensity,  I  (u,v) ,  is 

dE  (u,v) 

IS(U,V)  =  V-,v)  dA-.m,v)  C29) 

s 

Equation  (23)  can  be  written  as 


Ee(u,v)  =  S  ln[6  (-~,v)eG(u)  +  1]  (30) 

s  s 
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The  ratio  of  Stokes  to  pump  intensity  at  the  point  (u,v) 
grows  exponentially  with  the  small  signal  gain,  G(u),  plus 


the  added  factor,  ^  (-°°/V)/S,  which  accounts  for  the  deple¬ 
tion  of  the  pump  pulse . 

The  final  Stokes  intensity  after  passage  through  the 

Raman  cell  is  I  (-°°,v) 
s 


Is(°°»v) 


lg (-“/V) 


eG(0o)  (<t>s  (— ,v)  +  l) 
eG^°°^  (-°°,v)  +  1 

S 


(37) 


Equation  (37)  shows  that, the  final  Stokes  intensity  is 
dependent  only  on  the  initial  Stokes  pulse  and  the  initial 
total  pump  fluence.  Implicitly  assumed  is  that  the  pump 
pulse  length  is  limited  to  twice  the  Raman  cell  length. 

Also,  under  the  conditions  of  this  experiment  the  pump 
pulse  is  responsible  for  producing  the  initial  Stokes  pulse. 
This  point  is  not  included  in  equation  (37)  ,  but  requires 
the  pump  pulse  to  exceed  a  certain  threshold  energy. 

In  the  simple  case  of  square  Stokes  and  pump  input 
pulses,  the  peak  intensity  for  the  Stokes  pulse  occurs  on 
its  leading  edge  where  v  =  0  and 


I.C'O)  "  IS 

The  half  width  at  half  maximum. 


0)  e 
is 


G  (°°) 


S 

Ig  (-^O) 


/  G  M 

ln(^FT 


Se 


-G(co) 


(38) 


(39) 


where  G(«°)  is  assumed  large. 
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Fig.  7  Computer  Plots  of  the  Numerical  Solution  to  the 

Radiation  Transfer  Equations  (reprinted  from  Ref  2) 

A  computer  plot  of  the  solutions  to  the  radiation 
transfer  equations  is  shown  in  Figure  (7)  which  shows  the 
depletion  of  the  pump  pulse.  The  leading  edge  of  the  pump 
pulse  is  not  depleted  because  of  the  finite  time  required 
for  the  buildup  of  gain,  G(u).  The  amplification  of  the 
Stokes  pulse  causes  a  very  narrow  and  intense  spike  to 
grow  on  the  leading  edge  of  the  Stokes  pulse,  as  expected. 

The  objective  of  this  experiment  is  to  obtain  the 
narrowest  and  most  intense  Stokes  output  pulse.  As  seen 
from  equations  (38)  and  (39) ,  this  implies  maximizing  the 
gain,  G(°°).  From  equations  (28),  (13)  and  (14)  the  gain 
can  be  written 


GW 


Ip  (u‘  ,-°°)  du' 


cy 

2 


Ip(u'  ,-°°)du' 


(40) 
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where  y  is  defined  in  equation  (5) 


Y 


8tt2c2N 

h“ar 


(5) 


The  damping  constant  T  is  defined  as,  T  =  ttAv  ,  where  Av_. 
is  the  Raman  linewidth  (FWHM) .  The  line  broadening  due  to 
pressure  in  methane  is  nearly  cancelled  by  the  collapse  of  the 
closely  spaced  rotational  lines  in  the  Q  branch  of  methane. 

The  linewidth  is  then  nearly  constant  from  1-10  atm  at 
Av  =  .3  cm  ^  (Ref  15).  The  Raman  cross  section,  3a/ 3ft, 

R  i 

is  also  nearly  constant  in  this  range  and  given  by  3a/3ft  = 

—  29  2 

1.9x10  cm  /sr-mol  (Ref  20).  Thus  the  gain  is  dependent 

only  on  the  pressure  (number  density,  N)  of  the  gas,  and 

the  total  energy  fluence  of  the  pump  pulse.  With  the 

Stokes  frequency,  <j  =  2.165  x  1015  rad/sec,  y  is 

s 

given  by 


y  =  9.76xl0~12  x  p(atm)  m/watt 


(41) 


Typical  operating  points  for  this  experiment  are 

p  =  10  atm  (42) 


and 


1.91xl03  J/m3 


(43) 


for  which 


G  (°°)  =  27.7 


(44) 
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The  location  of  energy  in  the  output  pulse  is  another  factor 
which  requires  consideration.  Only  the  energy  between  the 
half  power  points  is  useful,  the  rest  being  lost  in  the  tail 
of  the  pulse.  Thus,  the  useful  energy  output  is  less  than 
expected.  Other  limitations  to  the  Stokes  output  are 
described  in  the  next  section.  ^ 

Competition  between  Nonlinear  Processes 

The  preceding  theory  assumed  the  existence  of  only 
two  interacting  waves,  the  reverse  Stokes  pulse  and  the 
laser  pump  pulse.  The  Rayleigh  scattering,  anti-Stokes 
scattering  and  secondary  Stokes  scattering  were  ignored 
because  of  their  small  intensities  (See  Appendix  I) .  This 
was  a  very  reasonable  approximation,  but  other  nonlinear 
effects  also  occur  and  should  be  mentioned.  A  forward 
traveling  Stokes  pulse  and  backward  traveling  Brillouin 
pulse  are  present,  and  a  second  Stokes  pulse  may  be  gener¬ 
ated  from  the  first.  The  mixing  of  the  waves  in  a  four 
wave  parametric  process  may  occur  if  phase  conditions  are 
met,  but  they  are  negligible  for  this  experiment.  Self 
focusing  and  multi-photon  absorption  are  processes  that 
occur  only  for  intensity  conditions  much  greater  than  those 
encountered  in  this  experiment.  Gas  breakdown  is  another 
nonlinear  process  which  could  occur  and  may  be  important 
when  the  input  pulse  is  focused.  This  section  will  discuss 
the  important  nonlinear  processes  mentioned  above  in  more 
detail  and  describe  their  effect  on  the  reverse  Stokes 
pulse. 
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Forward  Stokes  Pulse .  A  forward  Stokes  pulse  may  be 


generated  and  amplified  in  the  same  way  as  the  reverse 
Stokes  pulse.  The  forward  Stokes  pulse,  however,  has  access 
only  to  the  volume  of  pump  energy  that  it  travels  with, 
while  the  reverse  Stokes  pulse  sweeps  through  the  entire 
pump  pulse.  For  the  conditions  of  this  experiment,  w'r  re 
the  input  pump  pulse  is  focused  at  the  far  end  of  the 
Raman  cell,  the  forward  pulse  has  almost  no  time  to  develop 
and  be  amplified.  Other  nonlinear  pulses  more  intense  than 
the  original  pump  pulse  may  generate  forward  Stokes  pulses, 
however.  The  gain  for  both  forward  and  backward  Stokes 
pulses  is  inversely  proportional  to  the  Raman  linewidth, 
but  this  linewidth  is  generally  less  in  the  forward  direc¬ 
tion. 

One  contribution  to  the  forward-backward  gain  differ¬ 
ence  is  the  asymmetry  in  the  Doppler  broadening  of  the  Raman 

linewidth.  The  shift  in  the  forward  direction  is  - (v  -v  )v/c, 

P  s 

and  the  shift  in  the  backward  direction  is  -(v  +v  )v/c, 

p  s 

where  v  is  the  pump  frequency,  v  is  the  Stokes  frequency, 
p  s 

v  is  the  velocity  of  the  scattering  molecule,  and  c  is  the 
speed  of  light.  The  much  larger  shift  in  the  backward 
direction  means  that  the  Doppler  contribution  to  the  Raman 
linewidth  in  the  backward  direction  will  be  much  greater 
than  that  in  the  forward  direction  (perhaps  by  a  factor  of 
25) .  This  effect  is  reduced  at  higher  pressures  where 
broadening  effects  independent  of  direction  predominate 
(Ref  15) . 
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Another  contribution  is  the  effect  of  pump  linewidth. 
The  forward  Stokes  pulse  is  generated  from  noise  phonons 
which  can  couple  with  all  frequencies  in  the  pump  pulse. 

In  the  case  of  the  backward  Stokes  pulse,  the  phonons  can 
only  couple  with  the  pump  frequencies  within  the  Raman 
linewidth,  and  so  the  forward  gain  is  enhanced  if  the  pump 
linewidth  is  greater  than  the  Raman  linewidth  (Ref  15) . 

Intensity  fluctuations  in  the  pump  pulse  also  favor 
forward  gain.  The  backward  Stokes  gain  is  proportional  to 
the  average  pump  intensity,  but  the  forward  gain  is  pro¬ 
portional  to  the  peak  intensity.  If  the  pump  pulse  has 
regions  of  high  intensity,  forward  Stokes  emission  may  take 
place  in  the  Raman  cell  before  the  pump  pulse  is  focused 
and  a  backward  pulse  is  generated. 

In  this  experiment,  no  effect  from  pump  linewidth  is 
expected  since  the  laser  linewidth  (.034  cm  )  is  smaller 
than  the  Raman  linewidth  (.3  cm  ^)  .  Also,  since  the 
pressure  is  fairly  high  at  10  atm,  the  Doppler  asymmetry 
should  also  be  small.  The  Gaussian  pump  pulse  is  smooth, 
but  the  reamplified  Brillouin  pulse  (discussed  below) 
reaches  high  intensities  and  could  stimulate  a  forward 
Stokes  pulse.  Murray  et  al  measured  a  forward-backward 
gain  ratio  for  methane  of  about  2  using  a  248  nm  KrF  laser 
source . 

Backward  Second  Stokes  Superfluorescence .  The  in tens- 

i 

ity  of  the  first  backward  Stokes  pulse  may  be  great  enough 
to  stimulate  a  second  Stokes  pulse  in  the  same  direction 
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Fig.  8  Growth  of  Superf luorescent  Backward  Second  Stokes. 
The  backward  first  Stokes  pulse  serves  as  a  pump 
producing  gain  at  the  second  Stokes  frequency 
(reprinted  from  Ref  15) . 

(See  Figure  (8) ) .  The  second  Stokes  pulse  is  shifted  in 
frequency  from  the  first  by  the  vibrational  frequency 

of  the  Raman  medium.  A  second  Stokes  pulse  generated  from 
a  narrow  band  pump  and  first  Stokes  pulse  will  have  the 
high  divergence  typical  of  superfluorescence  and  is  of 
little  use.  In  a  typical  Raman  amplifier,  a  second  Stokes 
gain  of  20  is  permissible;  higher  gains  would  cause  deple¬ 
tion  of  the  first  Stokes  pulse  (Ref  15) .  Since  the  second 
Stokes  pulse  is  from  a  forward  scattering  process,  the 
reverse  Stokes  gain  is  limited  by  this  process  to  about  10. 
Since  the  input  pulse  in  this  experiment  is  focused,  initial 
second  Stokes  pulses  may  l>e  generated  at  the  focal  point, 
and  the  permissible  gain  will  be  less. 
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Stimulated  Brillouin  Scattering  (SBS) .  A  further 
limit  to  the  reverse  Stokes  emission  is  SBS.  In  SBS,  incom¬ 
ing  photons  are  scattered  from  acoustic  phonons  in  the 
media,  and  hence  the  relaxation  time  is  large  and  the  fre¬ 
quency  shift  is  small.  A  typical  relaxation  time  for  SBS 
is  1  ns  (compared  to  1  ps  for  BSRS) ,  and  a  typical  frequency 
shift  is  1  cm  ^  (compared  to  1000  cm-^  for  BSRS) .  In  their 
simplest  form,  the  governing  radiation  transfer  equations 
for  SBS  are  identical  to  those  for  BSRS  except  for  the  con¬ 
stants.  Thus,  one  would  expect  the  same  sort  of  pulse 
compression  from  SBS.  This  pulse  compression  has  been 
observed  by  Hon  who  has  observed  backward  Brillouin  pulses 
2  ns  wide  in  130  atm  of  methane  {Ref  5) .  Forward  SBS  can 
be  observed  only  if  the  pump  pulse  is  more  than  20  ns  long 
and  is  not  expected  in  this  experiment  (Ref  7) . 

In  most  gases,  only  the  nonlinear  process  with  the 
highest  gain  is  observed,  but  methane  represents  a  special 
case  in  which  both  SBS  and  SRS  occur.  Figure  (9)  shows 
the  experimentally  determined  gain  for  SBS  and  SRS  as  a 
function  of  pressure  (Ref  12) .  The  Raman  gain  saturates 
at  about  20  atm  due  to  pressure  broadening  of  the  Raman 
linewidth,  and  above  this  point  the  Brillouin  gain  contin¬ 
ues  to  rise.  Therefore,  operation  below  20  atm  is  desir¬ 
able.  Due  to  the  much  quicker  relaxation  time  of  BSRS, 
it  begins  before  SBS  gets  started  and  starts  to  deplete 
the  pump  pulse  before  it  can  be  scattered  by  SBS.  Thus, 
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Fig.  9  Experimental  Gain  Coefficients  for  SBS  and  SRS  in 
CH4  at  300 °K.  The  data  points  are  calculated  from 
threshold  data  (reprinted  from  Ref  12) . 

SBS  should  be  only  a  small  problem  in  this  system.  It 
should  be  noted  that  the  Brillouin  pulse  may  prevent  multi¬ 
ple  reverse  Stokes  pulses  (Ref  10)  .  Also,  since  the 
Brillouin  light  is  essentially  unshifted  in  frequency,  it 
may  reenter  the  laser  system  and  be  reamplified.  This  can 
be  avoided  by  keeping  a  large  separation  between  laser  and 
gas  cell,  or  using  a  polarizing  plate  and  A/4  wave  plate. 

In  this  experiment  the  Brillouin  pulse  was  allowed  to 
reenter  the  laser,  and  the  resulting  reamplified  pulse  sub¬ 
sequently  produced  both  forward  and  backward  Raman  pulses! 

Gas  Breakdown.  The  last  competing  process  to  be  dis¬ 
cussed  is  the  ionization  of  the  gas  in  the  path  of  the 

laser  light,  gas  breakdown.  Gas  breakdown  occurs  at  laser 

11  2 

intensities  on  the  order  of  10  w/cra  and  manifests  itself 
in  the  form  of  a  bright  flash  of  white  light  and  simultane¬ 
ous  absorption  of  laser  energy.  Intensities  of  this  order 
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Fig.  10  Experimental  Results  of  Breakdown  Threshold  vs. 

Pressure  for  Several  Gases  (reprinted  from  Ref  17) . 

occur  only  at  the  focal  point  of  a  Q-switched  laser  pulse. 
The  temperature  at  the  focal  point  during  breakdown  is  often 
great  enough  to  cause  an  audible  shock  wave  due  to  the 
extremely  rapid  expansion  of  the  gas.  The  high  intensi¬ 
ties  are  needed  to  overcome  the  threshold  for  which  multi¬ 
photon  absorption  can  produce  free  electrons  in  the  focal 
region.  The  free  electrons  then  absorb  more  energy  from 
the  laser  light  and  transfer  it  via  collisions  to  ionize 
further  molecules  in  a  cascade  effect.  Neither  the  initial 
nor  the  subsequent  buildup  of  the  breakdown  process  is  well 
understood  (Ref  17) . 

The  threshold  intensity  and  the  time  required  for 
breakdown  decreases  as  laser  power,  gas  pressure,  and  focal 
volume  increase .  As  laser  intensity  is  increased  the  time 
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after  the  pulse  edge  at  which  breakdown  occurs  is  decreased 

10  2 

by  as  much  as  30  ns/10  w/cm  .  The  effect  of  gas  pressure 

is  more  pronounced  as  shown  in  Figure  (10)  .  The  threshold 

8  2 

for  Argon,  for  example,  decreases  at  a  rate  of  10  w/cm  / 

atm.  Above  100  atm  the  threshold  begins  to  increase  due 

to  the  increased  loss  of  free  electrons  from  collisions 

outside  the  focal  region.  For  the  same  reason,  threshold 

for  breakdown  increases  as  the  focal  spot  size  decreases. 

This  effect  is  offset  by  the  corresponding  decrease  in 

intensity  at  the  focal  point  (Ref  17) . 

The  frequency  dependence  of  the  breakdown  threshold 

is  shown  in  Figure  (11)  .  Although  this  data  is  for  Argon 

only,  other  gases  have  a  similar  frequency  dependence.  At 

low  frequencies  the  threshold  increases  as  predicted  by 

classical  microwave  theory,  but  at  high  frequencies  the 

photon  energy  becomes  comparable  to  the  ionization  energy 

and  this  behavior  is  no  longer  followed  (Ref  17) . 

Gas  breakdown  has  been  observed  in  2  atm  of  methane 

10  2  > 

at  a  frequency  of  347  nm  at  2x10  w/cm  (Ref  15) .  Also, 

breakdown  in  10  atm  at  a  frequency  of  248  nm  was  observed 

6  2 

when  an  intensity  of  5x10  w/cm  was  focused  by  a  20  m  focal 
length  lens  (Ref  13).  In  the  later  case,  breakdown  was 
avoided  by  switching  to  a  20  m  focal  length.  The  experi¬ 
ment  to  be  discussed  in  this  paper  uses  a  10  MW  ruby  laser 
with  a  divergence  9=1  mrad.  The  beam  is  focused  by  a 
lens  with  focal  length  f  =  10  cm.  The  spot  size  d  is 
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Fig.  11  Breakdown  Threshold  as  a  Function  of  Wavelength 

for  Argon  at  Four  Pressures  (reprinted  from  Ref  17) 

roughly  equal  to  f0  =  .01  cm,  or  the  focal  area  is  A  = 

2  —4  10  2 

ir  (.01)  =  3.14x10  .  The  resulting  intensity,  3x10  w/cm  , 

is  enough  to  cause  gas  breakdown  within  the  Raman  cell  at 

even  low  pressures,  and  this  was  found  true  in  the  experi- 


Ill  Equipment  and  Procedure 


In  this  chapter  the  equipment  and  the  experimental 
procedure  used  to  obtain  the  results  of  Chapter  IV  are  dis¬ 
cussed.  Both  the  equipment  and  the  procedure  evolved  a 
great  deal  over  the  course  of  the  experiment;  only  the 
final  configurations  are  described  here.  The  equipment 
will  be  described  in  the  first  section  and  the  procedure 
will  be  described  in  the  second  section. 

Equipment  ' 

This  section  on  equipment  will  be  divided  into  sub¬ 
sections  describing  each  major  component  group:  the  ruby 
laser  system,  the  Raman  cell,  the  detectors,  the  R7912 
transient  digitizer,  and  the  optical  components.  It  should 
be  noted  that  both  the  laser  system  and  the  R7912  transient 
digitizer  performed  unreliably  during  most  of  the  experi¬ 
ment.  Their  peculiarities  have  added  doubt  to  the  accuracy 
of  the  stated  results. 

Ruby  Laser .  The  excitation  source  for  the  Raman  scat¬ 
tering  was  a  Korad  ruby  laser  system  comprised  of  two  K1 
heads,  two  K25  10  kv  power  supplies,  a  KWC7  water  cooler, 
and  accessories.  The  two  K1  heads  served  as  oscillator 
and  amplifier  as  shown  in  Figure  (12) .  They  were  each 
fitted  with  a  ruby  rod  4  inches  long  and  1/4  inch  in  diam¬ 
eter.  Since  the  amplifier  was  generally  operated  at  higher 
voltages  than  the  oscillator,  the  oscillator  power  supply 
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Fig.  12  Ruby  Laser  System. 
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was  enslaved  to  the  amplifier  power  supply  so  that  both 
heads  fired  simultaneously.  The  dial  voltage  settings  on 
the  power  supplies  were  calibrated  with  a  high  power  digi¬ 
tal  voltmeter. 

The  oscillator  was  placed  between  a  ^100%  reflecting 
rear  mirror  of  four  meter  radius  and  a  cooled  Fabrey-Perot  eta- 
lon  and  output  mirror  forming  a  cavity  27  cm  in  length.  The 
etalon  limited  the  longitudinal  modes  to  a  single  mode.  A 
pinhole  of  1.7-2  mm  in  diameter  was  used  to  maintain 
single  transverse  mode  operation.  The  laser  oscillator  was 
passively  Q-switched  by  a  mixture  of  cryptocyanide  and 
methanol  in  a  dye  cell  situated  at  the  Brewster's  angle 
within  the  cavity. 

The  output  beam  from  the  oscillator  was  made  to  double 
pass  the  amplifier  using  an  88°  prism  as  shown  in  Figure 
(12) .  The  final  energy  output  of  the  system  was  from 
90-200  mJ  in  a  pulse  width  of  9-20  ns  (FWHM) .  The  maximum 
output  power  was  about  12  MW  with  a  spot  diameter  of  ^3  mm. 
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Divergence  of  1  mrad  was  measured,  and  the  linewidth  was 
estimated  to  be  .034  cm  *  from  previous  work  with  this 
laser  system  (Ref  18) . 

Raman  Cell .  The  Raman  cell  was  constructed  of  stain¬ 
less  steel  tubing  6  feet  in  length,  1.25  inches  (in)  in 
inner  diameter,  and  1.5  inches  in  outer  diameter.  Inner 
end  caps  were  welded  to  the  tube  and  outer  end  caps  were 
fastened  to  the  inner  caps  with  bolts.  Fused  quartz  windows 
antireflection  coated  for  6943A  were  sandwiched  between  the 
end  caps  cushioned  by  an  inner  0-ring  seal  and  an  outer 
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teflon  seal.  The  windows  had  a  wedge  of  30  minutes  which 
helped  eliminate  multiple  reflection  effects.  An  internal 
lens  one  inch  in  diameter  was  mounted  with  spring  strips  to 
allow  movement  in  the  tube.  The  lens,  with  a  focal  length 
of  10  cm,  was  positioned  14  cm  from  the  tube  end  farthest 
from  the  laser  (the  "front") . 

High  pressure  gas  valves  mounted  near  the  front  and 
rear  ends  of  the  tube  were  connected  to  a  vacuum  pump  and 
a  gas  source,  respectively.  The  gas  pressure  was  controlled 
with  a  regulator  and  pressure  meter  with  10  psi  increments. 
The  gas  cell  could  be  cleared  with  a  vent  and  pumped  to 
near  vacuum  with  the  vacuum  pump.  The  Raman  cell  was 
mounted  on  holders  that  could  be  adjusted  vertically  or 
horizontally  to  facilitate  alignment.  The  cell  was  designed 
to  withstand  40  atm  of  pressure  with  a  safety  factor  of  10. 
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Detectors .  Four  detectors  were  used  to  monitor  the 
input  and  output  pulses.  A  Scientech  362  power/energy 
meter  with  a  calorimeter  head  was  used  to  determine  the 
total  energy  of  the  pulse  and  to  calibrate  the  other  detec¬ 
tors.  An  ITT  F4000  (SI)  vacuum  photodiode  (VPD)  powered 
by  a  Tullamore  high  voltage  supply  was  used  for  accurate 
measurement  of  the  reverse  Stokes  pulse.  Its  sensitivity 
at  the  Stokes  wavelength  (8704A)  and  the  Ruby  wavelength 
C6943&)  was  the  same  and  equal  to  8.25x10  ^  A/W,  and  its 
rise  time  was  500  ps.  The  large  detector  area  of  the  VPD 
(.2.25  inches  diameter)  allowed  easy  placement  of  the  detec¬ 
tor  and  ensured  capture  of  the  entire  beam.  The  VPD  was 
isolated  in  a  light  tight  box  to  avoid  spurious  signals 
and  prevent  accidental  electric  shock.  A  Lasermetrics  3117 
photodiode  (PD)  and  power  supply  with  a  1  cm  aperture  was 
used  to  detect  forward  and  incident  (pump)  pulses.  It  iad 
a  quoted  sensitivity  of  .415  A/W  at  6943&  and  .5  A/W  at 
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8704A,  and  a  rise  time  of  150  ps.  A  homemade  PIN  diode 
(P/N)  was  also  used  to  monitor  the  forward  and  pump  pulses. 
The  P/N  and  the  PD  detectors  yielded  inconsistent  amplitude 
results  but  were  accurate  for  pulse  width  measurements. 

This  was  due  to  their  small  detector  surfaces.  Accuracy 
for  power  measurements  was  enhanced  by  recalibrating  the 
detectors  for  each  new  experiment. 
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R7912  Transient  Digitizer .  The  signals  from  the  diode 
detectors  were  observed  on  a  Tektronics  R7912  Transient 
Digitizer  (TD)  .  The  TD  was  used  mainly  as  a  storage  scope 
to  view  pulse  shapes.  Photographs  were  taken  of  interest¬ 
ing  pulses  and  saved  for  use  in  this  report.  The  TD  was 
fitted  with  a  7A29  amplifier  with  a  50ft  input  impedance, 
and  a  7B92  time  base  with  a  lowest  scale  of  500  ps  per' 
division.  The  overall  time  constant  of  the  detector-scope 
system  was  about  500  ps.  The  TD  was  prone  to  fits  of  wild 
behavior,  but  gave  consistent  results  most  of  the  time. 

t 

Optical  Components.  The  optical  components  used  in 
this  experiment  were  mirrors,  prisms,  lenses,  and  filters 
arranged  as  shown  in  Figure  (13) .  The  dichroic  mirror  (DM) 
was  positioned  at  45°  to  the  pump  pulse  to  direct  the  ruby 
pulse  into  the  Raman  cell.  The  dichroic  mirror  selectively 
reflects  ruby  light  while  allowing  the  reverse  Stokes  light 
to  pass  nearly  unattenuated  into  the  VPD.  Filters  (F) 
were  used  to  further  discriminate  different  frequencies. 

A  ruby  interference  filter  was  used  to  select  ruby  and 
Brillouin  light,  and  an  RGN9  glass  filter  was  used  to 
select  the  Stokes  light.  The  RGN9  filter  has  a  transmission 
of  .92  for  Stokes  (8704  A)  and  10  ^  for  ruby  (6943  A)  and 
Brillouin  frequencies.  Neutral  density  filters  were 
used  to  bring  power  down  to  levels  acceptable  to  the  detec¬ 
tors.  The  neutral  filters  added  uncertainty  to  power  meas¬ 
urements,  perhaps  as  much  as  a  factor  of  two.  Negative 
lens  L2  was  used  to  expand  the  reverse  pulse  before  it 


entered  the  VPD,  and  lens  L3  was  used  to  recollimate  the 
forward  pulse  before  it  traveled  to  its  detector.  The 
forward  pulse  was  observed  either  directly  by  the  PIN  diode 
or  by  the  VPD  after  a  set  delay  of  path  B.  A  spectra 
physics  HeNe  laser  passed  through  the  ruby  system  via  mir¬ 
ror  M3  was  used  to  align  the  system. 

/ 

Experimental  Procedure 

The  experimental  procedure  was  designed  to  determine 
the  characteristics  of  the  Raman  cell  output  pulses.  Of 
most  importance  and  relevance  was  the  reverse  Stokes  pulse, 
which  was  studied  in  detail.  Other  pulses  were  observed  in 
a  qualitative  fashion  to  determine  their  effect  on  the 
Stokes  output.  The  forward  transmitted  pulse,  for  example, 
should  show  signs  of  depletion  if  the  reverse  Stokes  pulse 
is  strong  or  gas  breakdown  occurs .  The  experimental  sec¬ 
tion  is  divided  into  four  subsections:  alignment,  energy 
and  pulsewidth  measurements,  general  observations,  and 
gain/threshold  measurements.  The  basic  setup  for  all 
experiments  is  shown  in  Figure  (13) . 

Alignment.  The  entire  system  was  aligned  with  a  HeNe 
laser  beam  passed  through  the  ruby  laser  system.  The  laser 
oscillator  was  aligned  first  by  centering  the  HeNe  beam 
through  both  ends  of  the  ruby  rod  using  a  movable  HeNe 
mount  and  a  movable  mirror  as  shown  in  Figure  (12) .  The 
rear  mirror,  Q  switch,  and  100%  reflector  were  then  added 
one  at  a  time  and  their  reflections  made  coincident  with 


the  HeNe  beam.  The  pinhole  was  then  added  and  the  laser 
fine  tuned  for  maximum  output  and  TEMqQ  mode  structure. 

The  mode  structure  was  observed  on  burn  paper.  The  HeNe 
beam  was  then  adjusted  to  exactly  match  the  ruby  burn 
spot  and  the  ruby  amplifier  was  aligned  to  the  HeNe  beam  as 
shown.  Remaining  components  were  aligned  to  the  HeNe  beam. 
The  length  of  the  output  ruby  pulse  was  controlled  by  chang¬ 
ing  the  concentration  of  dye  in  the  Q-switch. 

Energy /Pul sewidth  Measurements .  The  pulse  length  and 
pulse  energy  of  the  input  pump  pulse  were  monitored  simul- 
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taneously  by  replacing  the  Raman  cell  in  Figure  (13)  with 
the  Scientech  calorimeter  head.  The  beam  was  expanded  four 
times  with  a  plano-concave  lens  to  avoid  damaging  the 
calorimeter  surface.  Pulse  width  was  monitored  on  the  TD 
using  the  PD  detector  in  the  pump  position.  Energy /pulse- 
width  measurements  were  made  before  each  experiment  to 
determine  the  characteristics  of  the  input  pulse.  As  only 
one  storage  scope  (the  TD)  was  available,  simultaneous  and 
accurate  monitoring  of  more  than  one  pulse  was  impractical. 
A  reflected  pump  pulse  often  was  present  with  other  pulses, 
but  only  relative  changes  in  intensity  were  measured  this 
way.  The  absolute  intensity  of  the  pulses  was  determined 
by  relating  to  the  known  input  pulse  energy  and  pulse  width. 

General  Observations .  Observations  of  the  output 
pulses  at  the  three  detectors  were  made  as  gas 


pressure  and  laser  input  power  were  varied.  This  phase  of 
the  experiment  was  preliminary  in  nature  and  designed  to 
see  what  kind  of  pulses  could  be  observed.  Later,  better 
controlled  experiments  were  conducted  to  take  quanti¬ 
tative  data.  The  average  characteristics  of  the  pump  pulse 
were  determined  as  above.  With  this  pump  pulse,  the  reverse 
pulses  were  monitored  while  gas  pressure  was  varied  from  a 
vacuum  to  200  psi.  The  same  test  was  carried  out  using  the 
other  detectors  at  the  pump  and  forward  locations  (See  Fig¬ 
ure  (13) ) .  The  laser  input  pulse  was  then  changed  and  the 
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process  repeated.  The  spectral  content  of  the  output  pulses 
was  checked  by  inserting  a  ruby  interference  filter  or  the 
Stokes  selective  RGN9  filter  into  the  beam  path.  The 
dependence  of  the  output  pulses  on  input  power  at  a  given 
pressure  was  observed  in  the  same  way.  The  absolute  ener¬ 
gies  of  the  output  pulses  were  checked  by  replacing  the 
appropriate  detector  in  Figure  (13)  by  the  calorimeter  head. 

Timing  measurements  were  made  in  the  reverse  direction 
by  noting  the  pulse  separation  of  observed  Stokes  and 
Brillouin  pulses  from  the  reflected  pump  pulse.  At  high 
intensities  the  pump  reflection  was  drowned  out  and  a  new 
method  used.  The  forward  pulse  was  directed  into  the  VFD 
via  path  B  in  Figure  (13) .  Since  the  transmitted  forward 
pulse  had  a  sharp,  distinctive  edge  (see  the  following 
Chapter)  it  made  a  convenient  reference  signal.  The  Stokes 
or  Brillouin  pulses  could  then  be  filtered  and  passed  into 
the  VPD  along  with  the  forward  reference  pulse.  The  pulse 


separation  was  measured  as  a  function  of  pressure  from 
0-200  psi. 

Gain/Threshold  Measurements .  This  more  controlled  por¬ 
tion  of  the  experiment  was  designed  to  determine  the  power 
threshold  for  BSRS  as  a  function  of  pressure  and  the  BSRS 
gain.  The  input  laser  energy  was  set  to  the  maximum  f^r 
TEMqq  mode  (^126  mJ) .  At  several  pressure  settings,  the 
reverse  Stokes  pulse  was  monitored  as  the  input  energy  was 
decreased  by  placing  glass  slides  into  the  beam.  Slides 
were  added  until  the  Stokes  pulse  was  no  longer  observed. 

I 

The  gas  tube  was  then  replaced  by  the  calorimeter  head  and 
the  measured  energy  was  taken  as  the  threshold  for  BSRS  at 
that  pressure.  The  Stokes  output  at  constant  input  energy 
of  126  mJ  was  also  determined  as  a  function  of  pressure  and 
measurements  of  Stokes  output  at  a  given  pressure  as  a 
function  of  input  energy  were  made.  This  data  was  used  to 
estimate  the  BSRS  gain.  The  movement  of  the  tube  in  this 
method  introduced  some  error. 


IV  Results  and  Analysis 

The  results  presented  in  this  chapter  give  the  reader 
insight  into  the  kinds  of  output  pulses  that  can  be  expec¬ 
ted  from  a  Raman  cell  and  present  quantitative  data  on 
their  variation  with  gas  pressure  and  laser  power.  From 
this  information  an  operating  range  can  be  determined  in 
which  the  reverse  Stokes  pulse  is  optimized.  The  results 
are  applicable  only  to  similar  Raman  systems,  and  they  are 
limited  in  accuracy  to  a  factor  of  two  due  to  experimental 
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problems.  The  general  output  characteristics  are  described 
first.  Then  each  output  pulse  and  its  power  and  pressure 
dependence  are  analyzed  closely. 

General  Output  Characteristics 

The  intensity  of  the  output  pulses  was  strongly  depend¬ 
ent  on  the  input  intensity,  but  the  type  of  pulse  observed 
was  more  dependent  on  pressure.  In  general,  the  output 
intensity  increased  with  input  intensity  and  the  number  of 
output  pulses  observed  per  each  input  pulse  increased  with 
pressure.  The  three  basic  pulse  groups  observed  were  the 
incident  pump  and  depleted  (transmitted)  pump  pulses,  the 
forward  and  reverse  Stokes  pulses,  and  the  reverse  and 
reamplified  Brillouin  pulses. 

The  pulses  observed  in  three  pressure  regimes  are  shown 
in  Figure  (14)  for  an  input  energy  of  ^100  mJ.  At  pres¬ 
sures  very  close  to  9  psi  the  input  pulse  of  ^12  ns  FWHM 
was  observed  at  all  three  detector  locations  (see  Figure 
(13)  for  detector  locations) .  The  pump  pulse  seen  in 
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Pig.  14  Pulse  Shapes  in  Three  Pressure  Regimes.  Vertical  scale  is  power .horiiontal 
is  time.  (Not  to  scale) . 


the  reverse  direction  was  a  reflection  from  the  rear  window 
of  the  Raman  cell.  At  pressures  greater  than  2  psi,  strong 
absorption  of  the  incident  energy  led  to  the  depleted  5  ns 
forward  pulse.  Reverse  Brillouin  and  Stokes  pulses  as  well 
as  reamplified  Brillouin  pulses  began  to  appear  at  pressures 
in  the  intermediate  range  of  50-125  psi.  In  this  range,  the 
Brillouin  pulse  was  much  greater  than  the  Stokes  pulse.  The 
reamplified  Brillouin  pulse  was  reflected  by  the  dichroic 
mirror  and  retraversed  the  laser  system  and  was,  therefore, 
detected  at  both  the  pump  and  reverse  detector  locations. 

In  the  high  pressure  regime  (125-200  psi) ,  the  Brillouin 
and  Stokes  pulses  grew  to  intensities  comparable  to  the 
pump  intensity.  The  reverse  Stokes  pulse  was  less  than  1  ns 
wide,  while  the  Brillouin  pulse  was  ?-5  ns  in  width.  The 
rearaplified  Brillouin  pulse  exceeded  the  initial  pump  power 
by  as  much  as  eight  times  and  was  intense  enough  to  create 
a  second  reverse  and/or  a  forward  Stokes  pulse.  These 
Brillouin  pumped  pulses  were  seen  intermittently.  The  time 
sequence  of  events  that  led  to  the  identification  of  the 
output  pulses  is  presented  in  Appendix  II .  A  detailed 
description  of  each  pulse  follows. 


Detailed  Pulse  Descriptions 

In  this  section  each  pulse  is  examined  closely  and  its 
origins  are  explained.  The  initial  pump  pulse  is  described 
first  followed  by  output  pulses  in  order  of  their  appear¬ 
ance  as  pressure  increased.  The  power  vs.  time  plots  of 
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Fig.  15  Typical 


each  pulse  were  created  by  computer  tracing  of  an  oscillo¬ 
scope  photograph. 

Pump  Pulse .  A  typical  pump  pulse  is  shown  in  Figure 
(15).  The  pulse  shape  is  Gaussian  with  a  width  of  12.5  ns 
(FWHM)  and  a  peak  intensity  of  14  MW.  For  this  plot,  the 
laser  oscillator  pinhole  size  was  2  mm,  and  the  output  mode 
was  TEMqq .  The  input  pulse  width  varied  from  9-20  ns  and 
the  peak  power  varied  from  10-25  MW.  The  corresponding 
input  energy  range  was  80-200  mJ. 

Depleted  Pump  Pulse .  The  depleted  pump  pulse  appeared 
at  pressures  as  low  as  2  psi.  A  typical  depleted  pump 
pulse,  henceforth  referred  to  as  the  forward  pulse,  is 
shown  in  Figure  (16) .  The  plot  was  made  at  100  mJ  input 
energy  and  a  pressure  of  10  psi.  The  forward  peak  power  is 
2.5  MW  and  the  pulse  width  is  5.5  ns.  No  other  emission  was 
observed  from  the  Raman  cell  to  compensate  for  the  90%  loss 
of  input  energy.  It  is  suspected  that  gas  breakdown  is 
responsible  for  this  loss  of  energy.  Since  re-emitted  light 
from  gas  breakdown  is  random  in  direction,  it  is  not  sur¬ 
prising  that  no  emission  was  observed.  Other  evidence 
supporting  this  explanation  follows. 
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Fig.  17  Peak  Transmitted  Power  and  Time  to  Breakdown 
vs.  Pressure 

The  forward  transmitted  peak  power  and  peak  position 
in  reference  to  the  pump  peak  at  vacuum  are  plotted  in 
Figure  (17) .  The  peak  power  transmitted  at  0  psi  was  14  MW, 
but  was  drastically  reduced  as  soon  as  the  pressure  was 
measurable  and  then  decreased  linearly  with  pressure.  This 
behavior  is  expected  for  gas  breakdown  (see  Figure  (10) ) . 

The  time  to  breakdown  is  equal  to  the  time  prior  to  pump 
peak  minus  the  halfwidth  of  the  pump  pulse.  Although  the 
front  edge  of  the  pump  pulse  is  not  well  defined,  one  can 
see  from  Figure  (17)  that  the  time  to  breakdown  decreases 
linearly  with  pressure.  This  is  yet  another  indication  of 
the  decreasing  threshold  dependence  on  pressure. 

The  energy  transmitted  was  also  measured  as  pressure 
was  increased,  and  similar  results  were  obtained.  The 
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TIME  PRIOR  TO  PUMP  PEAK(s) 


transmitted  energy  was  10%  of  the  total  pump  energy.  The 
great  energy  loss  due  to  breakdown  was  responsible  for  lower¬ 
ing  the  efficiency  of  the  BSRS  process  and  also  for  introduc¬ 
ing  unknown  anomalties  to  the  Raman  cell  output.  The 
reverse  Stokes  pulse  is  generated  much  more  quickly  than 
breakdown,  however,  so  the  reverse  pulse  can  move  into  the 
pump  pulse  and  be  amplified  before  breakdown  occurs.  The 
forward  emission  increased  at  pressures  above  100  psi  due 
to  the  generation  of  other  pulses. 

Reverse  Brillouin  Pulse.  The  Raman  cell  output  in  the 
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reverse  direction  (filtered  to  eliminate  the  Stokes  compon¬ 
ent)  is  shown  in  Figure  (18) .  The  first  pulse  (a)  is  the 
reflection  of  the  pump  pulse  from  the  rear  window  of  the  gas 
cell.  The  pump  pulse  for  this  case  had  a  peak  intensity  of 
11  MW  and  a  pulsewidth  of  15  ns.  Pulse  (b)  is  the  reverse 
Brillouin  pulse  separated  from  the  pump  pulse  by  13  ns,  the 
time  required  for  the  pump  pulse  to  travel  6  feet  into  the 
tube,  stimulate  the  Brillouin  process,  and  return  7  feet  to 
the  detector.  The  Brillouin  pulse  (b)  should  not  be  compared 
directly  to  the  pump  pulse  (a)  because  the  Brillouin  pulse 
travels  directly  into  the  detector  while  the  pump  pulse  is  a 
reflection.  The  ruby  reflectance  of  the  window  is  .01  so  that 
the  peak  Brillouin  power  is  90  KW;  the  width  of  pulse  (b)  is 
5  ns.  Observed  Brillouin  pulses  varied  in  width  from  3-6  ns. 

The  dependence  of  the  Brillouin  peak  power  on  pressure 
at  an  input  power  of  20  MW  is  plotted  in  Figure  (19) .  The 
output  power  increases  nearly  exponentially  with  pressure  as 
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Fig.  19  Peak  Brillouin  Power  vs.  Pressure. 

expected  from  theory.  The  large  swing  in  values  from  the 
line  is  due  most  likely  to  experimental  errors.  Figure  (19) 
can  be  compared  to  Figure  (9)  of  Chapter  II.  The  linear 
increase  in  gain  depicted  in  Figure  (9)  indicates  that  the 
Brillouin  output  should  be  exponential  as  shown  in  Figure 
(19) .  Reverse  Brillouin  pulses  as  great  as  1.5  MW  were 
observed  at  200  psi.  This  is  the  pressure  at  which  the 
Brillouin  gain  becomes  equal  to  the  Raman  gain  according  to 
Figure  (9) .  At  pressures  above  200  psi  the  pump  energy  was 
preferentially  funneled  into  the  Brillouin  pulse.  The 
maximum  energy  of  the  Brillouin  pulse  was  only  5  mJ ,  however 
so  the  fraction  of  pump  energy  lost  to  Brillouin  scattering 


was  less  than  5%. 
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Fig.  20  Reamplified  Brillouin  Peak  Power  vs.  Pressure. 

Reamplified  Brillouin  Light.  Reamplified  Brillouin 
pulse  Cc)  occurs  9  ns  after  the  reverse  Brillouin  pulse. 

This  time  corresponds  to  the  transit  time  through  the  laser 
system  and  back  to  the  detector.  The  second  reamplified 
pulse  (d)  is  delayed  by  4  ns  because  it  makes  an  extra  round 
trip  through  the  laser  oscillator.  This  also  explains  its 
greater  magnitude.  Since  the  reamplified  pulses  follow  the 
same  path  as  the  pump  pulse,  they  may  be  compared  to  it 
directly.  The  peak  power  of  pulse  (d)  is  then  7  MW,  and 
its  width  is  7  ns. 

The  dependence  of  the  second  reamplified  Brillouin 
power  on  pressure  is  plotted  in  Figure  (20)  .  The  power 
increases  to  as  much  as  55  MW  after  which  no  more  photons 
may  be  swept  from  the  laser  system  and  the  power  levels  off. 
The  reamplified  Brillouin  light  also  re-entered  the  Raman 
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an  input  power  of  20  MW  and  an  input  pulsewidth  of  13  ns. 

The  Stokes  pulse  shown  has  a  peak  power  of  360  KW  and  a 
pulsewidth  of  1.5  ns.  Other  Stokes  pulses  were  observed 
with  peak  powers  of  up  to  15  MW  at  150  psi.  This  high 
powered  Stokes  pulse  was  produced  from  a  30  MW  pump  pulse 
with  a  width  of  9.5  ns.  The  smallest  observed  pulsew.-V  _h 
was  800  ps;  this  value  was  limited  by  the  response  time  of 
the  equipment.  Second  reverse  Stokes  pulses  separated  from 
the  first  by  30  ns,  were  observed  at  times,  but  they  were 
too  weak  to  be  of  any  us? . 

The  dependence  of  the  reverse  Stokes  peak  power  on 
pressure  for  two  input  powers  is  shown  in  Figure  (22)  .  The 
dashed  line  was  produced  with  an  input  pulse  of  126  mJ  total 
energy,  16  ns  pulsewidth,  and  14  MW  peak  power.  For  this 
case  the  laser  oscillator  was  fitted  with  a  1 . 7  mm  aperture 
to  insure  TEMqq  mode.  The  large  variations  were  due  to  move¬ 
ment  of  the  tube  between  data  points.  Small  signal  conditions 
were  assumed  for  the  straight  line,  but  the  validity  of  this 

assumption  is  marginal.  The  saturation  fluence,  S,  given  by 

2 

equation  (13) ,  is  equal  to  544  J/cm  -P,  where  P  is  the  pres¬ 
sure  in  atmospheres.  The  output  Stokes  pulse  had  a  trans¬ 
verse  beam  diameter  of  3  mm,  and  a  maximum  energy  of  0.4  mJ 

2 

at  200  psi.  At  this  pressure,  the  Stokes  fluence  was  50  J/m 

2 

while  the  saturation  fluence  was  40  J/m  ,  so  that  saturation 
would  be  expected  to  occur  at  200  psi.  Below  this  pressure 
the  Stokes  output  power  should  roughly  obey  equation  (34)  for 
exponential  gain.  From  the  dashed  line,  the  gain  constant 
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is  C  =  1.86  P.  The  pump  fluence  for  the  pump  pulse  energy  of 

126  mJ  with  a  beam  diameter  of  5  mm  is  1.6x10  J/m  .  Using 

this  value  in  equation  (13)  leads  to  a  gain  coefficient, 

-12 

Y=7 . 76x10  M/W.  This  value  is  only  slightly  smaller  than 

—  12 

the  theoretical  value  given  by  equation  (41),  9.76x10  M/W, 

and  is  certainly  within  the  experimental  accuracy. 

The  solid  line  in  Figure  (22)  is  the  Stokes  output 

power  for  a  pump  pulse  12  ns  in  width,  134  mJ  in  total  energy, 

and  20  MW  in  peak  power.  A  2  mm  aperture  was  fitted  into  the 

laser  oscillator  to  increase  the  energy,  and  resulted  in  an 

imperfect  mode  structure.  The  sharper  starting  slope  of 

this  plot  is  due  to  the  great  increase  in  initial  Stokes 

intensity  from  the  previous  case.  The  curve  peaks  at  2  MW 

at  175  psi,  after  which  it  levels  off  due  to  saturation  and 

competing  processes.  The  output  Stokes  in  this  case  had  a 

2 

peak  energy  of  1.4  mJ  and  a  saturation  fluence  of  226  J/m  . 
Thus,  it  is  reasonable  to  expect  saturation  to  occur  earlier 
in  this  case  than  the  previous  one . 

The  Stokes  output  at  both  energy  values  was  limited  by 
competing  nonlinear  processes  more  than  by  saturation.  The 
competing  processes  were  especially  great  above  200  psi  where 
Brillouin  gain  exceeds  the  Raman  gain  and  gas  breakdown  is 
more  intense.  High  input  powers  also  aggravated  the  compe¬ 
tition  problem. 

The  Raman  scattering  threshold  energy  as  a  function  of 

pressure  is  shown  in  Figure  (23) .  The  threshold  decreased 

with  pressure  in  a  nearly  linear  fashion.  The  bad  data  point 

at  125  psi  is  due  to  movement  of  the  tube  between  data  points. 
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Fig.  23  Raman  Threshold  vs.  Pressure. 

This  plot  can  be  compared  to  Figure  (9)  which  also  shows 
how  the  threshold  decreases  and  hence  the  gain  increases 
with  pressure. 

Near  threshold,  the  Stokes  pulse  output  had  a  Gaussian 
shape  and  only  single  Stokes  pulses  were  observed.  At 
higher  pressures  multiple  pulses  were  sometimes  seen  with 
separations  of  0.8-6  ns.  The  multiple  pulse  structure  was 
more  prominent  when  the  input  mode  structure  was  imperfect. 
Plots  of  these  pulse  shapes  are  presented  in  Appendix  III. 
The  single  reverse  Stokes  output  was  optimized  in  terms  of 
power  and  pulsewidth  in  the  150-175  psi  range  at  powers  from 
125-160  mJ.  The  multimode  structure  of  the  input  pulse 
required  to  obtain  energies  more  than  140  mJ  caused  a 
broadening  of  the  observed  Stokes  pulse  to  1.5  ns  from  its 
optimum  width  of  0.8  ns  with  TEMqq  mode  input.  Operation 
at  values  lower  than  those  in  the  optimum  range  caused  a 
drastic  reduction  in  output.  Operation  at  higher  values 
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also  caused  a  decrease  in  the  average  Stokes  power.  High 
power  operation  produced  the  most  intense  Stokes  pulses, 
but  the  output  power  fluctuated  wildly  and  contained  a  high 
proportion  of  unwanted  Brillouin  light.  Multiple  Stokes 
pulses  and  gas  breakdown  accompanied  by  loud  snapping  noises 

also  prevented  efficient  operation  in  a  higher  power  or 

/  # 

pressure  range . 

Forward  Stokes  Pulse ♦  A  forward  Stokes  pulse  with 
powers  typically  greater  than  1  MW  was  also  seen  from  time 
to  time.  The  forward  Stokes  pulse  grew  from  the  reverse 
Stokes  remnants  left  in  the  reamplified  Brillouin  light. 

It  was  observed  only  at  pressures  above  160  psi.  A  typical 
forward  Stokes  pulse  is  shown  in  Figure  (24)  .  It  has  a 
peak  intensity  of  4  MW  and  a  pulsewidth  of  1.5  ns.  The 
plot  was  made  with  an  input  pulse  of  15  MW  peak  power  and 
11  ns  in  width.  The  observation  of  a  forward  Stokes  pulse 
seemed  to  require  TEMqq  mode  structure,  powers  greater  than 
15  MW  and  pressures  greater  than  160  psi,  as  well  as  some 
unknown  parameter  such  as  tube  alignment.  Since  all  forward 
pulses  are  generally  absorbed  by  the  gas  breakdown,  it  is 
surprising  that  a  forward  Stokes  pulse  is  ever  observed. 
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V  Conclusions 


A  ruby  pumped  methane  Raman  cell  was  built  and  tested. 
The  following  conclusions  can  be  drawn  from  the  results 
presented  in  this  report: 

1.  Reverse  Raman  Stokes  pulses  of  up  to  15  MW  in  peak 
power  and  less  than  0.8  ns  in  width  (FWHM)  can  be 
produced  with  this  system.  The  maximum  observed 
energy  of  the  Stokes  pulse  was  10%  of  the  pump 
energy.  Such  pulses  are  useful  for  other  experi¬ 
mental  work  such  as  diffusion  measurements. 

2.  This  optimum  performance  of  the  Raman  system  was 
obtained  at  gas  pressures  of  150-175  psi  and  input 
laser  energies  of  125-160  mJ. 

3.  The  efficiency  of  the  Stokes  conversion  was  limited 
by  the  competing  processes  of  stimulated  Brillouin 
scattering  and  gas  breakdown. 

4.  The  observed  behavior  of  the  Stokes  pulse  did  not 

contradict  theoretical  predictions  based  on  an 

injected  input  Stokes  pulse.  A  measured  small 

-12 

signal  gain  of  7.76x10  M/W  was  within  25%  of 

-12 

the  predicted  value  of  9.76x10  M/W. 

5.  Reamplified  Brillouin  light  with  peak  pulse  powers 
of  50  MW  was  responsible  for  producing  a  forward 
Stokes  pulse  4  MW  in  peak  power  and  1.4  ns  in 

width. 
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VI  Future  Work 


The  backward  stimulated  Raman  scattering  pulse  com¬ 
pression  scheme  has  been  made  operational  at  the  Aero-Pro¬ 
pulsion  Laboratory  at  Wright-Patterson  AFB.  The  output 
pulses  may  now  be  used  in  other  experiments.  Of  particular 
interest  to  the  lab  is  the  measurement  of  the  diffusion 
rate  of  GaAs  using  the  short  Stokes  pulse.  The  diffusion 
rate  can  be  determined  by  measuring  the  pulse  spread  due  to 
recombination  fluorescence.  A  KDP*  frequency  doubling 
crystal  is  in  place  at  the  lab  and  will  be  required  to 
obtain  photons  with  energies  high  enough  to  create  electron- 
hole  pairs  on  the  surface  of  the  GaAs. 

Since  the  accurate  measurement  of  the  Stokes  pulsewidth 
was  not  possible  during  this  investigation,  the  autocorre¬ 
lation  technique  might  be  used  to  measure  the  Stokes  pulse- 
width.  In  this  method  the  pulse  to  be  measured  is  separated 
into  two  perpendicularly  polarized  waves.  A  small  accurately 
measured  path  difference  is  then  introduced  between  the  two 
before  they  are  directed  into  the  crystal.  Since  the  crystal 
requires  one  photon  from  each  polarization  direction  to 
create  a  single  frequency  doubled  photon,  the  frequency 
doubled  output  will  depend  on  the  overlap  of  the  two  input 
pulses.  The  spread  in  second  harmonic  power  as  the  path 
length  is  varied  leads  to  an  accurate  determination  of  the 
pulsewidth. 
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Appendix  I 

This  appendix  is  presented  in  two  sections:  the  first 
section  details  the  semiclassical  derivation  of  the  nonlin¬ 
ear  polarization  and  the  second  section  uses  this  result  in 
Maxwell* s  wave  equation  to  derive  the  radiation  transfer 
equations.  A  two  level  vibrational  system  in  which  a  mole¬ 
cule  interacts  with  a  linearly  polarized  electric  field 
will  be  the  model  for  this  discussion.  Spatial  averaging 
will  be  ignored.  The  model  does  not  take  beam  focusing  into 
account. 

Nonlinear  Polarization 

When  a  linear  molecule  with  a  dipole  moment  is  subjec¬ 
ted  to  a  time-varying  electric  field,  that  molecule  will 
experience  a  change  in  charge  separation,  q(t),  proportional 
to  the  field  strength.  The  polarization  is  the  dipole 
moment  per  unit  volume  given  by 

P(t)  =  -Neq(t)  (45) 

where  N  is  the  number  of  oscillators  per  unit  volume  and 
e  is  the  charge  of  an  electron.  For  very  high  fields  the 
displacement  and  hence  the  polarization  are  no  longer  pro¬ 
portional  to  the  electric  field  E. 

The  nonlinear  contribution  can  be  expressed  using  the 
susceptibility  tensor  X  in  the  frequency  domain  as 

P(.t)  =  x^ECt)  +  X(21E2(t)  +  X(3}E3(t)  (46) 
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where  the  tensorial  nature  of  x  has  been  suppressed.  The 
squared  term  is  associated  with  frequency  doubling  while 
the  cubed  term  is  responsible  for  two  photon  processes  and 
stimulated  scattering  processes. 

Alternatively,  the  polarization  can  be  expressed  in 
terms  of  the  polarizability,  a(q),  which  can  be  expanded  in 
a  Taylor  series  about  q. 

P  (x,t)  =  Na  (q)  E  (x ,  t)  =  N CaQ  +  ||  q)  E  (x ,  t)  (47) 

I 

where  only  the  first  two  terms  have  been  kept.  This  form 
is  convenient  for  further  development.  The  second  term  on 
the  right  is  the  nonlinear  term  of  interest  for  stimulated 
Raman  scattering. 

The  quantum  mechanical  derivation  proceeds  by  assuming 
a  two  level  vibrational  system  represented  by  a  perturbed 
simple  harmonic  oscillator. 

The  wave  function,  ¥,  is  written  as  the  superposition 
of  two  states,  c|>q  and 

'F  (x ,  t )  =  aQ  (t)  4>q  (x,t)  +  a1(t)i))1(x,t)  (48) 

p  2 

where  |aQ|  and  j a^ |  are  the  probabilities  of  finding  the 
particle  in  state  0  or  1 .  The  nonlinear  polarization, 
PNL(x,t) ,  is  written 
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PNL(x,t> 


N  ||  q  E(x,t) 


<PNI,(x,t)>  =  N  ||  E(x,t)  ft* qfdq 


■  NftElX't)V2ll^  <>01*  +  P«l> 


where  the  matrix  elements  of  q  are  given  from  the  simple 
harmonic  oscillator  model 


♦S*+mdq  ’  = 


c ;) 


n  =  0,1 

m  =  0 ,1 


Here  y  is  the  reduced  mass  of  the  oscillator  and  Uq^  is 
the  vibrational  frequency  of  the  excited  state.  pQ1  is  the 
transition  probability  defined  by  the  density  matrix  as 


.  (*°*'°  vj\ 
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An  expression  for  can  be  found  by  manipulation  of 

the  time  dependent  wave  equation  using  a  slightly  perturbed 
Hamiltonian, 


H  =  Hq  +  V 


where  Hq  is  the  unperturbed  Hamiltonian  and  V  is  the  per¬ 
turbed  potential  due  to  the  interaction  between  the  electric 


field  and  the  oscillating  dipole. 


V  = 


An  expression  for  Pq^  can  be  found  by  manipulating  the 
wave  equation  and  requiring  orthonormal  basis  functions. 

The  time  dependent  wave  equation  is 

ifi  -  H¥  (56) 

The  eigenequation  for  the  unperturbed  oscillator  requires 

/ 

that 


H0*n  *  Vn  '  n  ’  O'1  <57> 

where  Un  =  hojQn  is  the  qnergy  of  the  unperturbed  state. 
Substitution  of  the  wave  function  from  equation  (48)  into 
(56)  and  the  subsequent  use  of  equation  (57)  leads  to 

3an (t)  3a. (t) 

„  =  «  — 5T-  +  IK  — k—  *2  (58) 

Multiplication  of  equation  (58)  by  a^<f>Q  and  integrating 
over  space  yields 


P01U0  +  P01V00  +  P11V01 


=  ih 


3a0  * 

at  ai 


(59) 


where 


nm 


ds 


n  =  0,1 

m  =  0,1 


1  3a 
=  "  7  3q 


o) 


(60) 
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where  equations  (55)  and  (52)  have  been  used.  Multiplica¬ 
tion  of  equation  (58)  by  integrating,  taking  the  complex 

conjugate,  and  subtracting  this  result  from  equation  (59) 
leads  to 

.  ^p01  2 
1  —  +  “01p01  +  ircoi  -  “  (61> 


where 


and 


L 


w^rr 

2hS  V2ll“01 

t 

r  =  ttAvr 


(62) 


The  damping  term,  T,  is  just  the  linewidth  of  the  Raman 
transition  and  has  been  added  phenomenologically.  NQ,  , 
and  N  are  the  population  densities  in  level  0  and  level  1 
and  their  total,  respectively. 

The  electric  field  inside  the  Raman  active  medium  can 
be  described  by  the  superposition  of  two  fields;  Ep  is  the 
pump  laser  field  traveling  in  the  positive  x  direction  with 
frequency  ui  ,  while  E  is  the  Raman  Stokes  pulse  traveling 

r  * 

in  the  negative  direction  with  frequency  <a>s  =  u>p  -  uoi* 
E(x,t)  =  E  (x ,  t)  +  E_  (x  ,  t) 

S  P 

=  j{Es0  (x,  t)  exp  [i  (wgt  +  kgx)]  +  cc} 

+  i{Ep0  (x,  t)exp[i  (u)pt  -  kpX)  ]  +  cc}  (63) 
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Here  cc  stands  for  complex  conjugate,  kg  and  kp  are  the 

wave  vectors  for  Stokes  and  pump  pulse,  respectively,  where 

w. 

k^  =  c  being  the  speed  of  propagation  in  the  medium. 

In  equation  (63)  the  anti-Stokes  components  have  been 
omitted  since  the  anti-Stokes  gain  is  much  smaller  than  the 
Stokes  gain.  Also,  the  forward  Stokes  component  has  been 
omitted  since  the  forward  interaction  length  has  been  kept 
short,  hence  reducing  forward  gain  (Ref  7) . 

Substituting  equation  (62)  into  equation  (61)  and 
keeping  only  those  terms  resonant  in  u)g^  =  ui  ”  ws  lea(3s  to 


.  ^p01.,.  ,.r  L,  „*  i  (ut-kx)  _*  „  -i  (u)t-kx)"I  L 

1  -IF"  “011>01+irp01  ■  LEpOEsOe  +EpOEsOe  J  2 

(64) 

where  the  time  and  space  dependence  of  the  variables  Ep0' 

Egg ,  and  pQ1  has  been  omitted  for  clarity,  oi  =  uj^  —  «^s,  and 

k  =  k  +  k  . 

P  s 

The  solution  to  equation  (64)  is  straightforward  when 
the  amplitudes  of  the  fields,  EpQ  and  Egg,  and  the  density 
matrix  element,  Pqiq'  are  assume<^  slowly  varying  and 
treated  as  constants.  A  further  justified  assumption  is 


that  of  heavy  damping,  i.e. 

lrpoio  >> 

•9poio 

at 

E  n  >> 
pO 

9Epo 

it 

(65) 

E  n  >> 
sO 

• 

5EsO 

at 
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The  solution  to  equation  (64)  is  then 


LE  _E* 
pOsO 


i (u>t-kx) 


-i (tot-kx) 


Wqi  -  w  +  i r  toQ1  +  to  +  ir 


The  second  term  on  the  right  is  nonresonant  in  to  and  can  be 
ignored . 

Finally,  substitution  of  equation  (66)  and  equation 

(63)  into  equation  (50)  for  the  nonlinear  polarization, 

„NL  .  . , 

P  ,  yields 


i (to  t-k  x) 

NL  ,  Es0Ep0Es0e  1  , 

pp  “  A  toni-  to  +  ir  +cc 


r  *  *  -i(t»st+ksx) 

PNL  -  A  -P-°  P-°-S-0!  -  +cc 

s  o)q^  -  to  +  iT 


(67A) 


(67B) 


.  i [ (2to  -to  ) t  -  (2k  +k  )x] 

p  «*■  ,  EpQEpo^oe  p  p  +  cc 

*AS  A  Wq^  -  to  +  if 


(67C) 


r  *  *  into  -2to  >t  -  (k  +2k  )x] 

p  NL  ^  EpOEsOEsOe  P  P 

ss  A  Uq2  ~  u  +  if 


(67D) 


The  separate  frequencies  have  been  split  up  for  legibility: 

P  is  the  pump  frequency  component,  P  NL  is  the  Stokes 
P  s 

component,  P.0NL  is  the  anti-Stokes  component,  and  P  NL 

Ao  S5 

is  the  secondary  Stokes  component.  The  constant,  A,  is 
given  by 


.  _  N<rNl  /Set  V 
A  "  HwtoTT  V5q  / 
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where  Nq-N^  is  the  difference  in  number  density  of  particles 
in  states  0  and  1,  11  is  the  reduced  mass  associated  with  the 
vibration,  and  3a/3q  is  the  nonlinear  term  of  the  polariza¬ 
bility.  Since  the  Stokes  term  at  frequency  w  and  the 

s 

pump  term  at  frequency  create  by  mixing  the  resonant 
frequency  co  =  in^  -  a)g  =  these  two  terms  are  dominant 

in  PNL. 

Comparison  of  equation  (67B)  to  equation  (46)  yields 
the  following  expression  for  the  third  order  nonlinear 
susceptibility  at  the  Stokes  frequency 


One  dimensional  analysis  is  sufficient  for  this  treatment. 
If  the  amplitudes  of  the  electric  fields  are  assumed  slowly 
varying 


the  second  derivatives  in  equation  (70)  may  be  ignored. 


Substitution  of  the  Stokes  field,  E  ,  and  the  Stokes  polari- 

s 


NL 


zation  P  from  equations  (63)  and  (67B)  into  equation  (70) 
s 


then  yields 


J|E_„|2  .  S|E=n|2  ,,a>  2  *V2|E  0|2|Es0|2 


Js0 

nr 


n  1  sO 1 
c  3t 


2uw01r 


(It)' 


(0)01-U))2  +  r2 


Similarly,  for  the  pump  component  one  obtains 


(72) 


3Iepq12  x  »  2lEp0l2 


-(Nn-N,)  Pk  r2|E„J2|E„„i2 


3x 


+  c  9t 


.  2V“01 


1'  /Sc.'i  "V  1  pO1  1  “sO 
r  W  (»01-p>2  +  r2 


(73) 


2  9E 

In  the  above  equations  noting  that  oj^E  >>  has  allowed 


the  electric  field  amplitudes  in  the  polarization  to  be 
treated  as  constants. 

The  above  equations  are  readily  expressed  in  terms  of 
the  intensity  using  the  relationship 


then 


3Is 

3x 


_  cn  i 

1  =  5? 

|e  | 2 

(74) 

n  31 

+  _£  _ — 

c  at 

-  »Vp 

(75) 

n  31 

w 

_E  — E  = 
c  3t 

- 2.  yl  I 

ws  5  P 

(76) 

where  y,  the  Stokes  gain  coefficient  is  given  by 
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The  expression  for  y  may  be  written  in  terms  of  the  measur¬ 
able  Raman  scattering  cross  section,  using  the  relation 


(78) 


The  expression  for  y  can  be  further  simplified  by  assuming 
resonance,  u>Q1  =  u),  and  (by  assuming  Nq_ni  =  N,  the  total 
population.  These  equations  are  valid  for  the  conditions 
of  the  experiment. 


The  resulting  expression  is 


This  appendix  describes  the  origins  of  the  pulse 
delays  observed  in  order  to  aid  in  pulse  identification. 

The  characteristic  pulse  separations  observed  in  Chapter 
IV  were  the  result  of  set  transit  times  through  the  BSRS 
system  as  follows  (see  figure  (13) ,  page  35) :  12  ns  - 

the  round  trip  time  through  the  gas  cell,  10  ns  -  the  round 
trip  time  through  the  laser  system  starting  from  the 
dichroic  mirror,  and  2.5  or  5  ns  -  one  or  two  round  trips 
through  the  laser  oscillator  only.  The  table  below 
summarizes  the  times  at  which  pulse  peaks  were  observed. 


TIME (ns) 

PULSES  OBSERVED 

DETECTOR 

0 

- 

Pump  pulse 

Pump 

and 

REV 

1 

- 

Depleted  pump  pulse 

FWD 

6 

- 

Pump  pulse 

FWD 

12 

- 

Reverse  Stokes  pulse 

Reverse  Brillouin  pulse 

REV 

REV 

22 

- 

Reamplified  Brillouin  pulse 

#1 

Pump 

and 

REV 

27 

- 

Reamplified  Brillouin  pulse 

#2 

Pump 

and 

REV 

28 

- 

Depleted  reamp.  Brill,  pulse 
Forward  Stokes  pulse  11 

#1 

FWD 

FWD 

33 

- 

Depleted  reamp.  Brill,  pulse 
Forward  Stokes  pulse  #2 

#2 

FWD 

FWD 

34 

- 

2nd  reverse  Stokes  pulse  #1 
2nd  reverse  Brillouin  pulse 

#1 

REV 

REV 

39 

- 

2nd  reverse  Stokes  pulse  #2 
2nd  reverse  Stokes  pulse  #2 

REV 

REV 

Appendix  III 

Three  interesting  plots  of  the  output  pulse 
shapes  are  displayed  in  figures  25,  26  and  27.  The 
first  two  show  the  multipulse  structure  of  the  reverse 
Stokes  pulse  for  two  cases.  The  third  depicts  both 
the  depleted  pump  pulse  and  the  forward  Stokes  pulse, 
allowing  a  direct  comparision. 
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TIME (ns) 

Pig.  25  Multipulse  Reverse  Stokes  Output  at  125  psi.  Peak  power  is 


TIME  (ns) 

Fig.  26  Multipulse  reverse  Stokes  output  at  100  psi.  Peak  power  is 
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